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Abstract 

C3 Recently the readout of the MAGIC telescopes has been upgraded to a new system based on the Domino Ring Sampler version 
4 chip. We present the analysis techniques and the signal extraction performance studies of this system. We study the behaviour 
of the baseline, the noise, the cross-talk, the linearity and the time resolution. We investigate also the optimal signal extraction. 
In addition we show some of the analysis techniques specific to the readout based on the Domino Ring Sampler version 2 chip, 
!— i previously used in the MAGIC II telescope. 
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d2010t> : ICortinal hQllfo 



Schweizer et al 



two imaging atmo spheric Cherenkov 
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is a system of 
telescopes (IACTs, 

IWeekes et alld 19891) 1. each equipped with a mirror dish of 17 m 
diameter. MAGIC is located on the Canary Island of La Palma 
at the height of 2200 m a.s.l. The telescopes are built to measure 
gamma rays in the energy range from about 50 GeV to 50 TeV 
by detection of short and weak Cherenkov light flashes from the 
extensive air showers. This requires fast time response and high 
sampling rate of the system in order to decrease the exposure to 
noise. 

Presently both telescopes are using a readout ba sed on the 
Domino Ring Sampler v ersion 4 chipQ (DRS4) dRitt et al 



> bOlOt IBitossi et al 



2 GSa mples/s. 
r> IACTs i 



20131) operated at a sampling speed of 
Such s a mplin g speeds , large r than in other 



Delagnes et al. , 20061: Cogan, 120081) . are used 



in 

C$ MAGIC since 2007, and allow us to exploit the timing informa- 
tion in recordered showers. Another presently operating IACT 
using the DRS4 chip in its readout, is FACT (lAnderhub et al 



1) 



20111). In addition ; the D RS4 is the heart of the Dragon system 



dKubo & Paolettl 201 1 ). one of the possible readout systems 
considered for the next generation major IACT proj ect called 



Cherenkov Telescope Array (CTA, lActis et all 1201 lb . Among 



the other analogue memories which are considered for the read- 
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out of CTA are TARG ET dBechtol et all 120121) and NECTAr 



dNaumann et al.Ll2012l) 



In this paper, we describe the pre-processing analysis proce- 
dures used to extract and calibrate the signal in each channel 
of the MAGIC telescopes. We also evaluate the performance 
of the basic parameters of the signal extraction. In addition, 
we describe methods used in the analysis of the data taken 
with the previous readout (based on the DRS2 chip. iRittL 12004 : 
Pegna et all 120061: IBitossi l2009t) of the MAGIC II telescope. 
The older readout systems of the MAGIC I telescope are de- 
scribed in detail in I Albert et aD d2008l) : iBartko et all d2005l) . 



2. The MAGIC telescopes 

Very High Energy (VHE, > 100 GeV) gamma rays entering 
the atmosphere produce cascades of secondary particles. The 
charged particles moving faster than the propagation speed of 
light in the atmosphere will produce very short (of the order of 
1 ns) flas hes of optical and UV light (the so-called Cherenkov 
radiation. Ijellevl dl955l) 1. This light is emitted in a narrow cone 
with small half-opening angles of < 1° and illuminates an area 
on the ground with a radius of about 120 m. 

IACTs, such as the MAGIC telescopes, can focus the 
Cherenkov light onto the camera composed of the order of 1000 
individual photodetectors (pixels). Until summer 201 2 the cam- 
eras of the MAGIC I and MAGIC II telescopes were equipped 
with 577 and 1039 photomultipliers (PMTs), respectively. At 
that time the MAGIC I camera was equipped with two kinds of 
pixels: 397 smaller, inner pixels with a FoV of 0.1°, an d 180 
larger, outer pixels with a FoV of 0.2° dCortinai 120051) . The 
MAGIC II camera is composed only of smaller pixels. The 
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Figure 1: Electronic chain of the MAGIC telescopes. 



full electronic chain of the MAGIC telescopes is schematically 
shown in Fig. Q] The electrical signal from each pixel is con- 
verted into an optical one using a vertica l-cavity surface emit- 
ting laser (VCSEL) diode in the camera (iZapaterol, 120061) . Af- 
terwards it is transmitted, still as an analog signal, via an optical 
fiber to the control house hosting the readout electronics. The 
signal then arrives to the so-called receivers where it is con- 
verted back into an electrical pulse and split into a trigger and 
readout branches. Between February 2007 and June 2011, the 
MAGIC I read out was based on op tical multiplexer and off-the- 
shelf FADCs dBarfko et all 12005b . The second MAGIC tele- 
scope, in operation since 2009, was first equi pped with the 



Domi no Ring Sampler version 2 chip (DRS2, iTescaro et al 
2009b . During the first stage of the MAGIC upgrade in 201 1, 



both telesco pes were equipped with a readout based on the 



DRS4 chip (Bit ossi et all 120131) . In a second stage of the up 



grade, the camera of MAGIC I has been replaced by a close 
copy of the one presently installed in MAGIC II. As bigger 
outer pixels covered only the outer part of one of the MAGIC 
cameras and in the present system there are only small pixels, 
in this paper we concentrate on those. 

The DRS4 readout system is based on an array of 1024 ca- 
pacitors for each channel. When running the system with a 
sampling speed of 2 GSamples/s, the input signal is stored in 
the analog form in the capacitors with a switching period of 
500 ps, which results in a 512 ns deep buffer. After a trigger 
occurs, the sampling is stopped and the charges of the capaci- 
tors ar e read out by an AD C of 14bit precision at a speed of 32 



MHz dBitossi et aUl2013b . The studies presented in this paper 



are based on data in which the waveforms for a time span of 
40 ns (80 samples) around the pulse position (the so-called re- 
gion of interest, Rol) were stored for each event and each pixel. 
Very recently the number of saved samples have been reduced 
to 60. With this sampling range, even large showers with long 
time development are contained in the readout time window. 
Such a readout window also ensures that the pulses will not be 
truncated due to the jitter or drifts of the trigger signal. 

The calibration of the readout signals is done using calibra- 



tion laser pulses of a wavelength of 355nm and with a Full 
Width Half Maximum (FWHM) of - 1.1 ns that illuminate ho- 
mogeneously the entire camera. The intensity of the light in 
the calibration pulses can be set to various values, spanning 
the whole dynamic range of the readout. Each stored event is 
tagged with a time stamp from a rubidium clock synchronized 
with a GPS system. 

3. Signal processing 

The purpose of the pre-processing analysis is to obtain two 
pieces of information for each pixel in a given event: the to- 
tal signal (charge) and the arrival time. The signal is con- 
verted from the integrated readout counts (i.e. summed up 
ADC counts from 6 consecutive time samples) to photoelec- 
trons (phe) acc ording to the F-Factor (excess noise factor ) 



method (see e.g. lMirzovan & Lorenzlll997tlGaug et al.L 12005b . 



For the presently used integration window of 6 time samples 
(i.e. 3 ns), the conversion factor is typically ~ 90 readout counts 
per phe. 

A single photoelectron generates a signal with an ampli- 
tude of the order of 30 readout counts. However, it should be 
noted that the individual photoelectrons come at slightly dif- 
ferent times, both due to the time spread in the PMT and due 
to the intrinsic time spread of the calibration/cherenkov light 
flashes. By scaling down a ~ 100 phe pulse which includes all 
those time spreads we obtain an effective photoelectron which 
is broader and has the amplitude of ~ 18 readout counts. 

The full span of 14 bit ADC used in the readout is 2 V, thus 
one readout count corresponds to 122 /J.V output voltage. How- 
ever as the DRS4 has a differential gain of 2, one readout count 
corresponds to ~ 60 /J.V at the board input. 

The position of the integration window is adjusted for each 
pulse such that it maximizes the obtained signal over the whole 
readout window (the so-called "sliding window" method). For 
each event, we select the pixels, which are likely to contain 
information about the shower based on their signals and ar- 
rival times in th e so-called time image cleaning procedure 
( Aliu et al. , 2009b . The individual pixel char ges are later u sed 



in the parametrization of the shower images (IHillasl 11985b . In 
addition, timing parameters, if determined precisely enough, 
can be used to further enhance the perform ance of the tele 



scopes e.g. in gamma /hadron discrimination dAliu et al.L 12009 



Lombardi et al., 201 1) 



All the procedures described in this paper are included 
in the st andard analysis softw are for the MAGIC telescopes 
(MARS. lMoraleio et all d2009b ) and used in the automatic data 
processing chain. Moreover, some of them (e.g. the baseline 
correction) are done online during data taking by the MAGIC 
data acquisition program. 

3.1. Baseline with triggers arriving at fixed time intervals 

In Fig.|2]we show the mean cell offset (baseline) and its RMS, 
as a function of the absolute position of the capacitor in the 
domino ring for a typical DRS4 channel. Each capacitor of 
each DRS4 channel has its own cell offset. The differences in 
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Figure 2: Cell offsets of 1024 individual capacitors of one channel of the DRS4 
chip, operating in the Rol mode. Vertical error bars show the standard deviation 
of the offset value for a given capacitor. Every 32 nd capacitor is marked with 
thick line in red color. The inside panel zooms into some of the capacitors. 



the mean offset caused by the physical differences in the storage 
cells are much larger than the RMS of the baseline of the indi- 
vidual cells. Also due to the internal construction of the DRS4, 
there is a relatively large step in the baseline in the middle of the 
readout ring (i.e. at capacitor position 512). Thus, the offset of 
the individual capacitors has to be calibrated in order to assure 
low electronic noise of the readout. In principle, one can apply 
a relatively simple calibration by computing the mean offset as 
a function of the capacitor number, using dedicated pedestal 
runs. This mean offset can then be subtracted from the signal in 
a given capacitor. 

However, as one can see in Fig. [2] in the Rol operation mode 
every 32 nd capacitor in the DRS4 ring has a larger RMS than 
the rest of the capacitors. Also its two neighbouring capacitors 
are partially affected. Note that as the triggers can occur at arbi- 
trary times their relative position in the Rol will differ from one 
event to another. In fact the offset value of those capacitors de- 
pends on the relative position of the capacitor in the Rol. Such 
an effect, if not taken into account, would produce a small spike 
in every 32 nd capacitor of the readout. In principle one can in- 
terpolate every 32 nd capacitor, but this would result in loss of 
about 3% of the total pulse shape information, which we found 
unacceptable. Therefore, we perform an improved calibration 
by computing the mean offset as a function of both the absolute 
position in the domino ring (1024 individual capacitors) and its 
relative position (80 possibilities in the RoI80, mode of oper- 
ation). Such a procedure removes nearly all of those spikes. 
As a result also the fluctuations of the pedestal are reduced (the 
RMS of the baseline obtained from values of 80 capacitors in 
each event is reduced from ~ 8 to ~ 7.5 counts for the read- 
out stand-alone noise). The offset values for such a pedestal 
calibration are computed using a dedicated ~ lOmin run taken 
before each observation night. We observed that a change of 
the temperature of the receivers and the readout electronics of 
about 2 degrees can change the baseline level by about 6 readout 
counts. As the temperature of the readout boards is maintained 
constant within ~ 1 degree C during the data taking, the base- 
line calibration normally does not have to be repeated during 
the observations. The above described calibration is performed 



online by the data aquisition software before storing the data on 
the disk. During the data taking we take additional interleaved 
pedestal events to correct for any slow drifts of the baseline. 

3.2. DRS4 time pedestal correction with randomly arriving 
triggers 

Even after applying the calibration described in Section |3~T1 
the baseline of the DRS4 channel is not fully stable for ran- 
domly arriving triggers. In fact, the DRS4 chip exhibits a de- 
pendence of the baseline on the time lapse to the last reading 
of a given capacitor. Since for each event the DRS4 stops at a 
different part of the ring and only a limited number of capac- 
itors are read out, it may happen that a part of the capacitors 
of the current readout region has been read out more recently 
than the rest. If not corrected, such an effect would produce a 
step in the baseline, even within one event when a discontinuity 
in the time readout lapse lies within the current readout win- 
dow. Typically the time between two consecutive readings of 
the same capacitor is of the order of 10 ms, but if two events 
trigger very fast one after another, and happen to occur in the 
same part of the ring, it may go down to few tens of microsec- 
onds. The time lapse dependence of the cell offset can produce 
a jump in the baseline up to 200 counts (equivalent to an am- 
plitude of ~ 7 phe). This time lapse dependence of the base- 
line is very similar (within a few %) for all the DRS4 chips 
and can be fitted with a simple power-law function (see Fig. [3}. 
This power-law function is used to correct the cell offsets (see 
Fig. H]i. After applying this correction, the steps in the baseline 
of the DRS4 channels disappear. Apart from these effects, the 
baseline remains stable within 1-2 counts at the time scale of 
an hour, and can be estimated either with a dedicated pedestal 
run (taken before the data taking), or with interleaved pedestal 
events (taken at regular time intervals during data taking). For 
normal observations this calibration is performed online by the 
data aquisition software before storing the data on disk. 

Compared to that, the DRS2 baseline was more unstable. It 
showed jumps of the baseline of tens of counts between con- 
secutive events and had to be estimated on event-by-event basis 
from the waveform in the same event. The first 16 time samples 
of the readout window, which normally do not contain signals, 
neither from the calibration pulses nor from the cosmic show- 
ers, had been used for this baseline estimation. The need for 
such a procedure naturally increases the variation of the recon- 
structed signal. Assuming non-correlated noise in consecutive 
time samples, the value of the baseline can be estimated to a 
precision of baselineRMS / Vl6. After subtracting this base- 
line the noise in an 8-samples window increases by a factor of 
VI +8/16 = 1 .22 with respect to the case of a perfectly con- 
stant and known baseline. 

3.3. Signal extraction 

The shape of the waveform of a calibration laser pulse is 
shown in Fig. [5] The main pulse is fol lowed by a second smaller 
peak (overshoot) (IBitossi et al.ll2013l) . In addition, the pulses in 
the DRS4 based readout are typically narrower than those from 
the DRS2, due to the bandwidth limitation of the latter. The 
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Figure 3: The dependence of the offset of individual capacitors on the time 
lapse to the previous reading of this capacitor for a typical DRS4 channel. The 
thick solid line shows the power-law function used for the correction. Top 
panel: raw data before the correction, bottom panel: data after correction 

average pulse shape can be relatively well fitted with a sum of 3 
Gaussian distributions (one of them with a negative amplitude), 
however the fit parameters vary from one channel to another. 
The overshoot has an amplitude of ~ 18% of the main peak and 
occurs between 3 ns and 5.5 ns after the peak of the main pulse. 
In most of the channels there is an undershoot between the main 
peak and the overshoot. 

The pulse shape of an individual channel (the top panel of 
Fig. [5} is very stable. However, the average pulse shapes are 
different for different readout channels. This effect depends on 
both the position of the channel inside the DRS4 chip and the 
high voltage (HV) applied to the PMT 

The distributions of the Full Width Half Maxima (FWHM) 
of the calibration pulses for various camera/readout setups used 
in MAGIC are shown in Fig.g] The smallest FWHM (~ 2.1 ns) 
is obtained for inner pixels of the MAGIC I camera, equipped 
with the DRS4 readout. The outer, bigger pixels show, mainly 
due to lower HV, a slower response and also a broader distri- 
bution of the FWHM. MAGIC II PMTs are operated at a lower 
voltage and do not have a fixed voltage between the photocatode 
and the first dynode, thus their response is in general slower, re- 
sulting in a broader FWHM. In addition, the type of the PMTs 
(produced by Electron Tubes Enterprises) used in MAGIC I 
camera is intrinsically faster than the one used in MAGIC II. 
The second component at ~ 2.8 ns for MAGIC II (see thick 
blue line in Fig. [6]) is composed largely of pixels whose HV 
had to be reduced in the HV flat-fielding procedure (see Sec- 
tion !3.4t because the gain in the PMT or rest of electronic chain 
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Figure 4: Four examples of baseline jumps due to the pedestal time dependence 
effect. The thin lines show the original baseline and the thick lines the corrected 
one. An amplitude of 1 phe signal corresponds to ~ 30 counts. 

was especially high. 

Since, contrary to the previous 0.3 GSa mples/s readout use d 
in the MAGIC I telescope until 2007 (cf. lAlbert etal] i ]2008l) ), 
the waveform is sufficiently fine-sampled, we can use a rela- 
tively simple algorithm to extract the signal, the so-called "slid- 
ing window". We integrate the waveform in a fixed number of 
time samples (typically 6), but we scan the integration range 
over the entire readout window (of 80 time samples, i.e. 40 ns) 
in order to obtain the highest value of the integral. Since the size 
of the extraction window is smaller than the range of the over- 
shoot, the extractor is not influenced by the secondary peaks. 
The sliding window provides also an estimator of the arrival 
time of the pulse as the mean time sample weighted with the 
signals in individual time samples. The signal extraction is done 
offline. 

In Fig. [7] we show how the mean reconstructed number of 
photoelectrons depends on the size of the extraction window. 
Having a small integration window is desirable as it maximizes 
the signal to noise ratio, but the size of the window should be 
large enough to cover most of the pulse. The difference in the 
reconstructed number of photoelectrons is < 5% for the largest 
extraction window, covering the entire pulse, compared to the 
smaller, 6 time samples wide extractor window. For example, 
for a typical light intensity at which the calibration is performed 
the reconstructed number of photoelectrons is 82.8 phe for a 6- 
sample window and 86.6 phe for a 10-sample window. 

3.4. High voltage flat-fielding 

In order to achieve a good reconstruction even for faint im- 
ages we want to have an optimised signal to noise ratio, also 
for small signals. The gains of the PMTs can be set by the 
applied high voltage (HV). Different HV settings vary the ra- 
tio between the noise from the light of the night sky (LONS) 
and the electronic noise. However, reducing the influence of 
the electronic noise at a cost of increased HV will decrease the 
dynamic range. In addition we want to obtain a homogeneous 
response of all pixels to a signal that flashes the camera with a 
homogeneous density of photons. This procedure is called the 
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Figure 5: Spread of the calibration pulse shapes for the MAGIC II telescope 
equipped with the DRS4 readout. Top panel: individual calibration pulses for a 
typical pixel. Bottom panel: spread of average pulse shapes for all the channels. 
The color scale indicates the number of calibration events (top) or channels 
(bottom) and the black points show its profile. Vertical dashed lines show the 
used signal extraction range for a window of 6 time samples. 



HV flat-fielding and it is performed with the calibration laser 
light pulses at the wavelength of 355 nm. The HV were tuned to 
correspond to about 7000 counts in readout for a photon density 
of the order of 300 per PMT. This photon density corresponds 
on average to about 90 photoelectrons per pixel. 

3.5. Time calibration 

Due to small differences in the length of the optical fibers, 
in electronic paths and mainly the transit times of the electrons 
inside the PMT, (mainly caused by different high voltage set- 
tings), a synchronous short light pulse illuminating the camera 
will not be recorded in identical DRS samples for all readout 
channels. We found individual channel-to-channel delays of a 
few nanoseconds. Moreover, both the DRS2 and DRS4 chips 
exhibit an additional delay of typically 1 ns (up to 4 ns), depend- 
ing on the absolute location of the signal pulse in the domino 
ring. 

As long as both the electronic path (optical fiber, receiver, 
DRS etc) and the HV of the pixel are not changed, the differ- 
ences can be calibrated with the use of calibration pulses. The 
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Figure 6: Distribution of the Full Width Half Maxima of a calibration pulse 
for all the channels for inner (thin black dashed line) and outer (thin red dotted 
line) pixels of the MAGIC I camera with DRS4 readout, the MAGIC II camera 
with DRS2 readout (thin violet solid line) and the MAGIC II camera with DRS4 
readout (thick blue solid line). 



computed mean arrival time of a pulse in a channel is a rather 
complicated function of the time sample position in the ring 
(see Fig. [8]) and differs from one DRS chip to another. For each 
channel we expand this function into a Fourier series to obtain 
the correction function. Most of the DRS chips have a moderate 
jitter with a total spread of ~ 1 ns, however in the distribution of 
all the DRS chips, one can see a long tail. This calibration of 
the arrival time is done offline. 

In the top panel of Fig. [9] we show the distribution of the 
arrival times of the calibration pulses, before and after such a 
calibration. The distribution of the uncalibrated arrival times 
shows multiple peaks due to the discrete values that the pulse 
integration boundaries can take. Since the spread of the DRS 
time delay is larger than one time sample, this structure is not 
visible anymore after the time calibration. 

The time calibration significantly reduces the standard de- 
viation of this distribution for a ~ 90 phe light pulse down to 

0. 32 ns (see the bottom panel of Fig. [9j. Note, that this includes 
also the global jitter of the calibration pulse trigger (which was 
measured to be a flat distribution with a total width of ~ 0.7 ns, 

1. e. corresponding to an RMS of about 0.2 ns). 

In Fig. [10] we show the two-dimensional distribution of the 
reconstructed arrival times and signals from events triggered by 
cosmic-ray showers. Each entry is for one pixel in a cosmic 
event, in total ~ 10 4 random cosmic events have been used for 
this plot. As the shower images usually cover only a small part 
of the camera, the low signal part of the distribution (for in- 
dividual pixel signals of ~ 10 phe) is dominated by the tail of 
the baseline and noise fluctuations as well as afterpulses0. The 
timing of the trigger signal is adjusted such that most of the pix- 
els with signals belonging to cosmic-ray showers are centered 
around the middle of the readout window. However, very large 



2 Afterpulses are rare signals with large amplitudes caused by an ion accel- 
erated back to the photocatode of a PMT. 
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Figure 7: Extraction of pulses with different extractors: number of photoelec- 
trons reconstructed from calibration pulses with different sizes of the extraction 
window. Individual lines show different light intensities. The statistical uncer- 
tainty on the estimation of the number of photoelectrons is much smaller than 
the size of the markers. 



cosmic-ray showers with large impact parameters produce long 
images in the cameras with a long tail in the time distribution. 

4. Performance of the readout 

In this section we report on the study of the most important 
performance parameters connected with the signal extraction 
of MAGIC data. They have an influence on high-level perfor- 
mance parameters of the telescopes, such as the energy thresh 



old, t he sensitivity and the angular resolution (lAleksic et al 
2012b. 



4.1. Pedestal RMS and bias 

The size of the extraction window has to be large enough to 
accommodate most of the signal. On the other hand, a too large 
window will spoil the performance of the extractor for low am- 
plitude signals. We study the bias and the RMS (defined as the 
second central moment of the distribution) of the extractor. For 
the calculation of the bias, we allow the extractor window to 
search throughout the whole readout window of 40 ns. We cal- 
culate the RMS both with a biased extractor (the so-called "slid- 
ing window") and with an unbiased one (the so-called "fixed 
window"). In the case of the fixed window we integrate a given 
number of samples starting at a random position in the total 
readout window, while for the sliding window we search for 
an integration window that provides the largest charge. In the 
case of small (or lack of) signals the fluctuations of noise de- 
termine the position of the extraction window. Therefore the 
corresponding value of the pedestal RMS is dominated by the 
"signal" positions found by the sliding window extractor. On 
the other hand if the signal is sufficiently larger than the fluctu- 
ations of the noise, the extraction window is determined by the 
pulse. The proper quantity to consider for the additional recon- 
structed pulse fluctuation is rather approximated by the pedestal 
RMS from a fixed window extractor. Note that we estimate the 
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Figure 8: Calibration of the time response of the DRS chip. Top panel: mean 
arrival time as the function of the position in the DRS ring (data points) for 
3 example channels together with their Fourier series expansion (lines). Bot- 
tom panel: distribution of the maximum spreads of the DRS time delay for all 
channels. 



RMS by directly computing the square root of variance of the 
estimated signal and not by fitting a Gaussian to the distribution 
of the obtained signals. This way, we take into account also 
non-Gaussian tails of the electronic noise, and the afterpulses 
generated by LONS photons. The sigma of the pure Gaussian 
part of the noise is ~ 20% lower than the RMS. The results 
for both MAGIC cameras equipped with the DRS4 readout are 
shown in Fig. QT| Both the bias and the unbiased RMS of the 
pedestal are similar for both telescopes. The bias of the sliding 
window extractor is largely determined by the size of the total 
readout window, and only weakly depends on the integration 
window. For the total window of 40ns the bias is nearly con- 
stant at a value of 2.1 phe. On the other hand the RMS of the 
pedestal increases with the size of the window as more noise 
is integrated. Note that while the bias of the "sliding window" 
extractor is rather large, an additional precise information on 
pulse arrival times obtained from this extractor is r equired for 



const ructing intelligent image cleaning algorithms (lAliu et al 
12009b . 

Assuming a rate of 0.13 phe/ns produced by the LO NS from 
a dark extragalactic patch of sky (iBartko et all 120051) . we per- 
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Figure 9: Arrival times of the calibration pulses before (dotted gray curves) and 
after (black solid lines) the calibration of the DRS time response. Top panel: 
distribution of arrival times for a single pixel, bottom panel: distribution of the 
standard deviations of arrival times for all pixels. 



formed a toy MC simulation, computing the number of pho- 
toelectrons in the search window of 3 ns within the total time 
window of 40 ns. We obtained that the mean value of such a 
bias is 1.5 phe with AC coupling of the signal. Thus we con- 
clude that the bias value of ~ 2.1 phe per 40 ns window seen in 
the data is mostly produced by the LONS. 

4.2. Non-Gaussian noise component 

Part of the noise computed in section l4~T1 cannot be described 
by a Gaussian distribution. We estimate its contribution by 
computing the fraction of pedestal events with signals above 
a given threshold. 

The distribution of the noise is shown in Fig. [12] The devia- 
tions from the Gaussian distribution is at the level of a fraction 
of one per cent. Analysis of a constant frequency pedestal run 
shows that about 1 .2% of events are affected by non-Gaussian 
electronic noise. In those events there is an artificial signal 
(only due to noise fluctuations) greater than 100 counts in at 
least one capacitor. Note that a single photoelectron produces 
on average a signal of an amplitude of ~ 30 counts, and typi- 
cally the integrated charge in a 6 sample extraction window is 
90 counts). 




?°g(N he ) 

phe 



Figure 10: Two dimensional distribution of the arrival times of signals in 
individual channels from events triggered by cosmic-ray showers as a function 
of the signal strength for MAGIC II. The black line shows the profile of the 
distribution. 



Source 


MAGIC I 


MAGIC II 


DRS4+receivers 


0.45 (1.8) phe 


0.5 phe 


VCSEL 


0.4 (1.5) phe 


0.3 phe 


HV 


0.35 (2.1) phe 


< 0.1 phe 


LONS (extragalactic) 


0.40-0.55 (1.3-1.5) phe 


0.5-0.6 phe 


total 


0.8-0.9 (3.4-3.5) phe 


0.75-0.85 phe 



Table 1 : Contribution to noise from different hardware components for inner 
MAGIC I pixels (in parentheses values for outer pixels) and MAGIC II, both 
equipped with the DRS4 readout. 



4.3. Sources of noise 

The noise computed in section |4~T1 can be either induced by 
the LONS or by the electronics. In order to find the dominant 
source of the noise in the MAGIC telescopes, we took a series 
of runs with random trigger in various hardware setups: 

1 . normal run with the open camera 

2. run with the closed camera 

3. run with the HV switched off 

4. run with the camera powered down, i.e. 
switched off 



the VCSELs 



The last run allowed us to measure the noise induced by 
the DRS4 readout and the receivers (dominated by the DRS4 
noise). In order to check the noise produced in the camera 
(mostly generated by the VCSELs), one can subtract in quadra- 
ture the noise of the run 4 from the noise of the run 3. Sim- 
ilarly, the second run minus the third run gives an estimation 
of the noise introduced by the HV, and the first run minus the 
second run tells the noise due to LONS. The results of those 
calculations are summarized in Table Q] 

The "natural" noise connected with the LONS is of the order 
of the electronic noise. The dominant electronic noise comes 
from the readout in the control house, but in the case of the 
old MAGIC I camera, the noise produced inside the camera 
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Figure 1 1 : RMS and bias of the pedestal extraction as a function of different 
sizes of the integration windows for the observations of a dark patch of a sky 
using DRS4 readout. The square symbols and the solid line show the RMS for a 
fixed window extraction, while the triangles and the dotted lines show the RMS 
for a sliding window. The bias for a sliding window is shown with the circles 
and the dashed lines. The sliding window is allowed to search in the whole 
readout window of 40ns. Full symbols: the MAGIC I camera (only smaller 
pixels), empty symbols: the MAGIC II camera. 



was slightly larger. In the MAGIC I camera a small noise of 
~ 0.35 phe is also induced by powering up the HV. This noise 
might be caused by the proximity of the HV and LV lines in 
the old MAGIC I camera. The noise has been only measured 
shortly before the decommissioning of this camera. Due to a 
different design such noise is not observed in the case of the 
MAGIC II camera, and the noise value falls below accuracy 
of the measurement, < 0.1 phe. As explained in Section [3~4l 
both the inner and the outer pixels were tuned to have the same 
response (measured in readout counts) to the same photon den- 
sity. Since the outer pixels are 4 times larger in area, all the 
noise, which is not generated in the PMT itself (e.g. DRS4 
noise), corresponds to 4 times larger noise, expressed in photo- 
electrons, for the outer pixels, compared with the inner ones. 
On the other hand, the LONS-induced noise of outer pixels 
is less than a factor 4 larger than in the case of the inner pix- 
els. That noise is generated from a larger number of photoelec- 
trons with smaller gain that in the inner pixels, which results in 
smaller relative fluctuations. 



Following the approach presented in lBartko et al.l (120051) we 
also investigate the noise autocorrelation function in MAGIC II 
operating with the DRS 4 readout. The noise autocorrelation 
function, B,j, is defined as the correlation between the read-out 
samples i and j: 



Bij = (bibj) - (bi)(bj) 



(1) 



where b, and bj are the calibrated DRS4 sample content in time 
samples ; and j, and averaging is done over many events taken 
with random trigger. In Fig.[13]we show the noise autocorrela- 
tion function for a time sample i = 40 (i.e. in the middle of the 
readout window) for various hardware setups. The main peak 
corresponds to the response of the readout to a single phe and/or 
noise. The secondary peaks are the result of the overshoot of 




9800 



9900 



10000 



10100 10200 

Baseline [counts] 




Figure 12: Top panel: distribution of the total electronic noise (closed camera 
ran taken at the frequency of 300 Hz) of MAGIC II with DRS4 readout (thin 
line) and the Gaussian fit (thick line), note logarithmic scale in Y-axis. Bottom 
panel: fraction of events with signal above 100 counts for individual pixels. 



the readout (compare with Fig. [5j. The long wavy behaviour of 
combined DRS4 and receivers noise is a 40 MHz noise visible 
in some DRS4 chips (note however that the contribution of this 
noise to the total electronic noise is small). 

4.4. Dead-time 

One of the advantages of the DRS4 with respect to the DRS2 
chip is the possibility to read out only a fragment of the ring, 
the "Rol". In the RoI80 mode of operation we read 100 sam- 
ples, but exclude on the fly the first and the last 10 samples, 
as they sometimes show higher noise than the 80 samples in 
between. This significantly decreases the dead-time per event 
from 500 /is for the DRS2 down to 21 /is for the DRS4. The 
dead-time is constant and the same for all the DRS4 chips, thus 
it produces a sharp cut-off in the distribution of the time lapses 
between consecutive events (see Fig. [141 . The latency of the 
trigger systems used in the MAGIC telescopes (~ 35 ns for the 
individual telescope trigger and ~ 50 ns for the stereo trigger) 
is even smaller than this dead time. As most of the events are 
recorded at the same time by both telescopes, the dead-time 
does not add up and the total dead-time of the present setup 
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Figure 13: Noise autocorrelation matrix for sample number 40 for a typical 
channel in the MAGIC II telescope operating with the DRS4 readout. The solid 
black line shows a normal ran, the dashed red curve shows the closed camera 
ran (only electronic noise), The magenta dotted line is the run with ramped 
down HV, and the blue dot-dashed curve shows a run with the camera powered 
down (only noise of the readout and the receivers). 



of MAGIC telescopes is also 27 fis. A small fraction of events 
(~ 5 x 10 ) with apparent time lapses lower than the dead-time 
is due to rare jumps in the clock bits due to asynchronous latch- 
ing of information. We have cross-checked the distribution of 
time lapses between the events using the internal clock of the 
readout and obtained a similar distribution. Both the rubidium 
clock time-stamp and the DRS clock value are read using this 
method, thus the fraction of events with corrupted time lapses 
is similar. But since the information from both clocks is sup- 
plied with different cables the events for which it happens are 
different. 

The upgrade of the readout from DRS2 to DRS4 thus allowed 
us to reduce the total fraction of events lost due to the dead-time 
from ~ 12% down to a value of 0.7% for a typical data taking 
rate of 250 Hz. 
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Figure 14: Distribution of the time lapses measured with the rubidium clock 
between consecutive events for the DRS4 readout in the MAGIC I telescope 
(the solid black line) and the MAGIC II telescope (the dotted blue line). 



The charge resolution (defined as the RMS of the recon- 
structed charge distribution divided by its mean) is ~ 10% for 
pulse injection signals that resemble the ones produced by 7 phe 
in the PMTs and drops inversely proportionally to the signal 
strength. For very large signals it approaches a constant value 
of 1 .5%. In turn the signal resolution for light pulses is strongly 
limitted by the Poissonian fluctuations of the number of gener- 
ated photoelectrons. At a light intensity of 7 phe it is ~ 40% 
and drops with the square root of the number of photoelectrons. 
One should note that the pulse injection data, contrary to the 
light pulses, do not include the noise of the light of the night 
sky. Including it would spoil the charge resolution at the low 
and medium signals by 30-40% (compare with Table[T|i. How- 
ever even including this effect the charge resolution is a factor 
of a few worse for light pulses than for electric pulses. We 
conclude that the charge resolution of the DRS4-based readout 
cannot be fully exploited due to the large fluctuations of the 
number of photoelectrons registered in the PMT 



4.5. Charge resolution 

We investigate the charge resolution as a function of the sig- 
nal strength. We used both the calibration light pulses with dif- 
ferent intensities, as well as electric pulses injected at the base 
of the PMT with various intensities. In Fig.[15]left and middle 
panels we show the distribution of the reconstructed charges for 
pulse injection and light pulses. We apply the same conversion 
factors from the integrated readout counts to photoelectrons and 
calibrate pulse injection data in equivalent photoelectrons to 
allow for an easy comparison. The distribution of the recon- 
structed charge for the pulse injection can be well described 
with a Gaussian. On the contrary, the number of photoelectrons 
registered with a PMT follows Poissonian statistics (corrected 
for an assumed excess noise factor), and its distribution is much 
broader than for the pulse injection case. The distributions in 
the very low signals range (< 2 phe) are affected by the bias of 
the extractor. 



4.6. Time resolution 

One of the important signal processing performance param- 
eters is the time resolution for signals of different light inten- 
sities. The ti me resolution curve can be parametrized by 3 pa- 
rameters (see lAlbert et al.l (120081) for details): 



Ar = yj (To/ V^wf + (Ti/N phe f + T\. (2) 

The To parameter includes contributions of all Poissonian 
processes. In particular the intrinsic time spread of the pho- 
tons and different travel times of individual photo-electrons pro- 
duced at different places in the photocatode (and amplifying 
dynodes) contribute to Tq. The T\ parameter mostly depends 
on the pulse shape and the signal reconstruction resolution. The 
constant component, To, can be produced e.g. by a jitter of the 
clock of the readout or instrinsic time jitters of electronic com- 
ponents. 
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Figure 15: Distributions of the reconstructed signal for small (left panel) and large (middle panel) signals for the pulse injection (dashed lines) and for the light 
pulses (solid lines). Charge resolution (right panel) as a function of the (equivalent) number of photoelectrons for calibration light pulses (filled circles) and electric 
pulse injection (empty squares) for a typical channel equipped with a DRS4-based readout. Statistical errors in the right panel plot are smaller than the size of the 
markers. 



In order to study the time resolution as a function of the 
signal strength, we took a series of data runs with calibra- 
tion pulses of different laser light intensities. Using standard 
MAGIC simulation software, we also generated MC runs with 
different light intensities. Note that the intrinsic time spread of 
the laser pulse (FWHM = 1 . 1 ns, as measured in the lab, cor- 
responding to a standard deviation of a Gaussian of 0.47 ns) 
will contribute quadratically to the To parameter. Compared to 
that, the intrinsic time spread of photons produced in a gamma- 
ray shower in a single pixel is very similar and of the order of 
FWHM=1 ns, or <x ~ 0.4 ns. However, as the laser light di- 
rectly illuminates the camera (without being reflected from the 
mirror), the staggering of the mirrors of the MAGIC I telescope 
is not included in this study. The staggering of the mirrors 
will result in an arrival time distribution of individual photons 
from the showers convoluted with a bimodal distribution of the 
total spread of ~ 0.6 ns. We used toy MC simulations and de- 
termined that this is equivalent to adding in quadrature half of 
the time difference, i.e. 0.3 ns, to the To parameter of Eq. [2] The 
trigger of the calibration pulse has a small jitter (a flat distribu- 
tion with the total spread of ~ 0.7 ns). As this is a global trigger 
jitter, all the channels jitter uniformly, and there is no effect 
on the relative time differences between the signals in differ- 
ent channels. However, it is important to take this into account 
when checking the time response of a single channel. There- 
fore, for each event, we first calculate the mean arrival time 
from all channels, and subsequently the standard deviation of 
the distribution of the arrival time in a given pixel, minus the 
mean arrival time of all pixels. The time distributions could be 
fitted well with a single Gaussian for medium and large signals. 
For small signals of just a few photoelectrons in addition to the 
Gaussian peak there is a second flat component (which reflects 
the case where the signal extractor was confused by the residual 
noise or no photoelectron at all from the calibration light pulser 
arrived at the first dynode of the PMT), but the fitting range was 
adjusted to keep only the main Gaussian peak. 

The results are shown in Fig. [16] One can see that the MC 
simulations can well reproduce the behavior of the data. The 



3 the miiTors of MAGIC I telescope were mounted in a chess-board pattern 
in two layers separated by ~ 6 - 8 cm 
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Figure 16: Time resolution (standard deviation of a Gaussian distribution) for 
signals of different strength in MAGIC I (black squares, only inner pixels) and 
MAGIC II (red circles). Filled symbols (fitted with a solid line) show the data, 
and empty symbols (fitted with a dashed line) show the numbers obtained from 
MC simulations. 

time resolution for large pulses (> 100 phe) approaches Ti = 
0.17 ± 0.01 ns. For the low signals of about 5 phe it is still as 
good as 0.5-0.6 ns. Due to different PMT type and HV settings 
the transit time spread in MAGIC I is lower than in MAGIC II, 
resulting in a lower To coefficient (T^ 1 = 0.8 ± 0.1ns for 
MAGIC I, Tq 12 = 1.1 ± 0.1ns for MAGIC II). Since both tele- 
scopes are equipped with the same readout and have similar 
noise, the T\ = 1.5 ± 0.3 ns parameter is the same for both of 
them. The error on the fit parameters given above has been es- 
timated by performing a similar fit to each pixel separately and 
computing the RMS of the distribution of the obtained values. 
Therefore they should be treated as systematic errors arising 
from differences between individual pixels/channels. 

Taking into account the staggering of the mirrors and the typ- 
ical time spread of photons from gamma-ray showers (adding 
quadratically 0.3 ns and 0.4 ns and subtracting 0.47 ns), we ex- 
pect thus for MAGIC I gamma-ray showers: 



AT M] = J(0.8/ Va^T) 2 +(l.5/N phe f + (0.17) 2 ,(3) 



10 



10 



-10 



-20 



-30 



-40 



-50 





500 


1000 


1500 


2000 


2500 3000 3500 
Uncalibrated counts 




1 






1 





-15 L 
10 



10 2 



1Q 10 4 
Signal amplitude [readout units] 




10° 10* 
Signal above baseline [readout counts] 



Figure 17: Top panel: linearization curves for 5 capacitors in a DRS2 channel. 
Bottom panel: deviation from linear behaviour, measured as a difference with 
respect to a linear fit, for those capacitors. 



and for MAGIC II (adding quadratically 0.4 ns and subtracting 
0.47 ns): 



AT M2 = ^(1.1/ VA^T) 2 + (1.5 /NpHef + (0.17) 2 .(4) 

As one can see, the correction from calibration light pulses to 
gamma-ray showers reflected by the mirrors, does not change 
the results within a precision 100 ps. For the reference value 
of lOphe the time resolution is equal to A!T M1 = 0.34 ns 
and AT M2 = 0.42ns, while for lOOphe AT M1 = 0.19ns and 
AT M2 = _20ns. 



4.7. Linearity 

The DRS2 readout, used previously in the MAGIC II tele- 
scope, was highly non-linear. Moreover, the non-linear re- 
sponse of the system could vary from one capacitor to another, 
even in a single readout channel. The non-linearity could be 
calibrated by applying a set of constant voltages at the input of 
the DRS2 and comparing them with the resulting signals (un- 
calibrated counts) in different capacitors. The slope of the curve 
changes from about 6 for small signals down to 2.5 for medium 



Figure 18: Deviation from linear behaviour, measured as a difference with 
respect to a lineal' fit divided by the input value, for 20 typical channels of the 
DRS4 readout. The horizontal dotted lines show non-linearity at the level of 
1%. A single photoelectron has an amplitude of ~ 30 readout counts. 



signals (see Fig. IT7T>. Very large signals (> 900 phe) saturated 
the DRS2 readout. Knowing the linearity curves for each ca- 
pacitor, the linearization could be done off-line. 

In contrary to that, the DRS4 readout has an excellent lin- 
ear behaviour up to its saturation at the value of ~ 13000 DRS4 
counts in a single capacitor above the baseline. The appar- 
ent 3-5% deviation from the linearity at the lowest charges are 
dominated by uncertainty of the input voltage used for the mea- 
surement. Since a single photoelectron produces a signal with 
an amplitude of ~ 30 readout counts this would naively corre- 
spond to saturation starting at 400 phe. A large pulse which 
includes the intrinsic time spread of the calibration/cherenkov 
light flashes and the time spread in the PMT has an effective 
amplitude of ~ 18 readout counts per photoelectron (see Sec- 
tion |3J. On top of that the integration window of 6 samples is 
less sensitive to the saturation than just the amplitude the pulse. 
Therefore, for a typical light pulse the saturation in DRS4 be- 
comes important only above « 750 phe. The deviations from 
linearity are typically < 1% (see Fig. IT8Ti. 

4.8. Cross-talk 

The DRS chips exhibit cross-talk between the channels of 
the same chip, the shapes of which are shown in Fig. [19] The 
cross-talk matrices (giving the fraction of the original signal 
injected into another channel) are shown in Fig. [20]for typical 
DRS2 and DRS4 chips. The values of the cross-talk in Fig. [20] 
are computed for the signal extraction with integration windows 
normally used in the analysis of DRS2 and DRS4 data, i.e. 8 
and 6 time samples respectively. 

In the case of the DRS2 readout, a significant cross-talk (up 
to ~ 4% of the orignal signal) was observed in most of the com- 
binations of channels. As the cross-talk from different chan- 
nels can pile up, the total cross-talk from 9 channels with the 
same signal can easily add up to ~ 10% of the original signal. 
For large showers, signals of the order of 100 phe are com- 
mon, and this would produce artificial signals of the order of 
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Figure 19: Shape of the cross-talk induced signals in DRS4 channels. The original signal is injected in pixel 1031 (thick line, 6 th panel, showing a factor I 
scale than the other shown channels). 
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Figure 20: Cross-talk matrix for a DRS2 (the left panel) and a DRS4 (the right panel) chip. The numbers and the color scale show which percentage of the original 
signal is induced in another channel due to cross-talk. 



10 phe, which can easily exceed the thresholds set by the im- 
age cleaning. In order to correct for the cross-talk, we invert 
the cross-talk matrix and apply it to the reconstructed signals. 
This procedure was done only for the data taken with the DRS2 
readout. 

In the case of DRS4, only a moderate cross-talk (~ 1%) is 
visible in the neighbouring channels. Farther channels in the 
same DRS4 chip have much lower cross-talk (of the order of 



~ 0.3%). On top of that, the total number of channels used in 
one DRS chip is lower (8 in the DRS4 chip compared to 10 in 
DRS2), thus pile-up of cross-talk is smaller. 

5. Conclusions and outlook 

We presented analysis methods used to extract and calibrate 
the charge and time information from individual pixels of the 
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MAGIC telescopes. The upgrade of the readout of the MAGIC 
telescopes from DRS2 to DRS4 based has significantly im- 
proved the performance of the system. An advanced pedestal 
subtraction procedure in DRS4 data results in a stable baseline. 
For typical observation conditions, the noise in both telescopes 
lies below one photo-electron, with comparable contributions 
from the electronic noise and the LONS. The pulses are being 
extracted with the "sliding window" extractor of a width of 3 ns. 
The calibration of the time response of the DRS4 chip allows to 
obtain excellent time resolution of 0.2 ns for signals larger than 
a few tens of photoelectrons. Even for small signals of a few 
photoelectrons, the time resolution is still as good as ~ 0.5 ns. 
The upgrade of the readout to DRS4 allowed to decrease the 
dead time from 12% to a negligible fraction. In contrary to 
the large non-linearity of the DRS2 readout, the linearity of the 
new system was proven to be very good up to the saturation at 
~ 13000 counts above the baseline. For the typical light pulse 
time spread the saturation occurs for signals above 750 phe re- 
sulting in a nearly three orders of magnitude dynamic range. 
Also the cross-talk was reduced by a factor of a few to a value, 
which normally does not influence the data any more. 

All the here presented low-level performance has been 
proven to be sufficiently good for the application of a DRS4- 
based readout in IACTs. Moreover the MAGIC telescopes have 
been successfully using such a readout for the past 1.5 years. 
This makes the DRS4 a viable candidate for the signal digi- 
tization of the future CTA project. However, one should be 
aware that the excellent performance has been achieved only 
after complex software preprocessing of the raw data. In the 
case of highly integrated cameras and electronics of telescopes 
such preprocessing may become challenging. 
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